Determination of bone mineral content in the heel bone using a gamma camera.
An easy to use and low cost technique for determination of the bone mineral content in the heel bone using an unmodified gamma camera is described. The method uses two small flood phantoms with 125I and 99Tcm, respectively. The precision, when measured on 12 healthy volunteers, was 2.1% and a long-term reproducibility in vitro of 1.8% was obtained on phantoms.